ELECTRICAL MEASUREMENTS AND THEIR INDUSTRIAL APPLICATIDNS 
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THE TYPE 726-A VACUUM-TUBE 
VDLTMETER AS A RADID- 
FREQUENCY AMMETER 

• AS A VOLTAGE-MEASURING 
DEVICE for iiM* in parallel-resonance 
methods of admittance measurement the 
vaciiiim-tiibe voltmeter has been widely 
adopted. In this service, In^'ause of the low input losses for a given 
voltage rea<ling', the shunting effect of the voltmeter on a high-Q 
tuned circuit is generally small and high precision in the measurement 
of small conductances may be attained. 

For series-resonance methods of im|)edance measurement, in which 
one |>oint of the circuit is grounded, the vacuum-tube voltmeter may 
b<* used as a current-measuring device. In this service the voltage drop 
across a known impedance 


is use<l as a measure of the 
current. 

The feature of low input 
losses is as im|M>rtant in 
the s<‘ries-resonance meth¬ 
ods as in the para He I-reso¬ 
nance methods, since it is 
necessary to maintain 
high-Q tuned circuits for 
precise measurements of 
small resistances. It is there¬ 
fore essential to use, as the 

*Al lo»* frrqurnrtr*. the innut r«»n* 
(liirtanrr of iIm TvrK 726.A Varuum* 
Tube Voltmeter ia apfirosimately 0.16 
«imbo. At hi||h frequenriea the input ad- 
mittanre ia approximately equal to that 
of a 6.0 ppf rondenaer having • 2..'>% 
power factor. For an excellent diacuMiun 
of the input c«mductanre of a ditule ree* 
tifier at low frequencies, eee C. R. Aiken, 
’’Theory of the I>iode Voltmeter,” Prttc. 
LR.E: Vot 2f.. No. 7. p. 859. July. 1938. 


Fioi'KK 1. Panel view of the Typk 726-A 
Vaemim-Ttibe Vollmcler. allowing the 
prolie in wliieli the diode in IioiinimI. 
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know 11 iiii|>ecian<*e. a cirniit rit'iiient 
Khirli has as nrarly pure a reaelanee 
as ran he obtained. 

Type 505 Condensers niaki* exrellenl 
shunts for use with the Type 726-A 
Varuuni-Tube Voltmeter. Fcir any piven 
raparilanre, and al any one freciuency, 
llie lower limit of current which can be 
measured is fixed by the lowest voltage 
which can he read. The higher limit of 
current is fixed either by the highest 
voltage which can be read or by the 
maximum voltage which the condenser 
will stand at the particular frequency 
used. The curves of Figure 3 illustrate, 
as a function of frequency, the maximum 
current which can be measured by the 
Type 726-A Vacuum-Tulie Voltmeter 
with four standard Type 505 Con¬ 
densers as shunts. Below 4 Me the max¬ 
imum current w'hich can be measured 
is seen to be limited by the 150 volt 
maximum reading of the voltmeter. 
Above 4 Me the maximum current is 

Fiockk 3. Plot of maximum current, as a 
runcti4»ii of freiiiiency, which can be read with 
the Tvck 726*A Vacuum-Tube V'oltmeler and 
biiir different 'Pyck 505 Condenser »huntH. The 
lines with positive »b»|>e correspond to a 150- 
volt reudint; of the voltmeter. The line with 
nepntive Klo|»e corresponds to 1 watt in the 
con<lensert». 




Figirk 2. 'Pyck 505 Ciindejiser ha.** plug-in 
terminals at* kIiowii here. In a measuring ciitMiit 
equipped with jacks, c«»ndenhcrs can be eaHily 
changed, or stacketl in parallel. The voltmeter 
probe ftiugs into the jack tops of the condenftcr 
termiiiali*. 

limited by losses in the condensers as 
shown. 

When the Type 726-.4 Vacuum-Tube 
Voltmeter is used as an ammeter, the 
effective series resistance component of 
the input impedance is the pertinent 
loss representation. Figure 4 illustrates, 
as a function of frequency, the effective 
series resistance of a I'ype 726-A V acuura - 
Tube Voltmeter when shunted with 
four typical Type 505 Condensers. By 
comparison with other types of radio¬ 
frequency ammeters, the extremely low- 
losses intro«luced by the shunted Type 
726-A Voltmeter are to be emphasized. 
Using the 1.5 volt range, with a 500 
shunt, at a frequency of 1 Me, the 
effective series resistance is 0.1612 and 
the full-scale current reading is 4.8 ma. 
The radio-frequency |M)wcr taken from 
the circuit is therefore 3.6 microwatts. 
A well-designed thermocouple for the 
same current range ordinarily requires 
a power input of the order of 6 milli¬ 
watts for a generated d-c voltage of 
10 millivolts o|)cn-circuit and conse¬ 
quently has an effective series resistance 
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EXPERIMENTER 


of approximately 26() 12. The advautage 
to be gained through the of the 
voltmeter with high-Q circuits is tre¬ 
mendous at low current levels. 

In resonance me I hods of measurement 
the absolute value of current is gener¬ 
ally not needecl for calculations since 
the e<)uations are expressed in terms 
of current and voltage ratios. When the 
voltmeter is used in such circuits it is 
therefore unnecessary to kn(»w the varia¬ 
tion of effective capacitance of the 
shunts with fre4|uency in anything 
except a general way. 

^'hen it is necessary to measure the 
absolute value of the current, the varia¬ 
tion of effective capacitance with fre¬ 
quency must he known. This can he 
easily computed for any Type 505 
(]ondens<*r hy means of the equation 

c. =—-— 

l - urLC 

where is the effective (*apacitance, 
C the static capacitance, and L the 
inductance. For Type 505 Condensers 
mounted in small cases, the inductance 
is approximately 0.055 and, in large 
cases, 0.085 ^ih.* 

Certain limitations and precautions 
should he noted in connection with 
the use of the condenser-shunted vac- 
uiiiii-tiihe voltmeter as an ammeter. 

The Type 726-A Vacuum-Tube Volt¬ 
meter, while calibrated in r-in-s volts, 
actually responds to |H*ak values. If 
used to measure distorted current waves, 
with a condenser shunt, the relation 
between various harmonic <-oinponenls 
will Ir‘ ilestroyed hei’ause of the fre¬ 
quency dej>endence of the input im- 
()edance. The meter-scale reading when 
multiplied by y/2 will not, in this cast*, 
give correct results for |»eak values an<l 
the instrument should therefore he 
used to measure only currents of nearly 

'^itrve* uf |H>wrrr «iiil rMitarilniH'r Hue f<»r typical 

Tti*k 505 Omdennera arc Riven in ibe Oencral Hailin Ex* 
/M*rimcnicr. Vol. 12. No. M. |. 4. ApHI, 1038. 


pure waveform, such as are encountered 
in resonant circuits. 

Because of the unbalanced input 
circuit of the voltmeter, the shunted 
combination should only be used when 
one side can be grounded. Otherwise 
the high capacitance of the low* side of 
the voltmeter circuit to ground will 
shunt that part of the circuit under 
test w'hich lies between that point and 
ground. 

In series-resonance circuits, capaci¬ 
tances to ground are usually the most 
troublesome residual parameters en¬ 
countered. When it is necessary to 
measure absolute values of current with 
the shunted voltmeter, the magnitude 
of any shunting residual capacitance 
should be determined and included in 
the total effective capacitance. Two 
positions in which the shunted volt¬ 
meter may be used with series-reso¬ 
nance circuits arc shown in Figure 5. 

For applications in which a flat fre¬ 
quency re8|>onse is required, the Type 
726-A Vacuuni-Tul)e Voltmeter can lie 

Fici’RE Pint of elTeclivc M*rich rcsiHlance of 
Type 726-A Va<Muim-Tiih«* Voltiiu'ter when 
used aft an ummeler with four dilTerenl Type 
5(15 Condenser shuntH. 
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Flt;i'KK 5. Two ways in which the t^htinted Type 726-A Vacuum>Tuhe Vollmcler can be con¬ 
nected in scricA-reaonant circuits. The residual capacitances shown as 5C in the two eases shunt 
the voltmeter combination and must he included in the effertive capacitance. 


uiitfd w illi Typk 500 Resistors for shunts. 
'Fhe pimer required for full-M’ale de¬ 
flection on the low range is considerably 
greater than that required with Type 
505 (londeiisers. For a full-scale deflet!- 
tion on the 1.5-volt scale with u current 
of 1.8 ina. a resistance of 31312 is re¬ 
quired. 'Fhe resistance and. conse¬ 
quently, driving power are in this case 
practically the same as those encoun¬ 
tered with a thermocouple. .\t lower 
currents less power is required with the 


resistance-shunted vacuum-tube volt¬ 
meter than with a thermiK'ouple. while 
at higher currents the reverse is true. 

Both Type 505 (Condensers and Type 
500 Resistors are eipiipfied with ter¬ 
minals which |)ermit stacking up of units 
in parallel. The Type 726-.\ Vacuum- 
Tube Voltmeter probt* c*an, therefore, Im* 
plugged into the shunt and Type 274 
Plugs in the shunt used as the composite 
probe terminals. 

— D. B. Sinclair 


i 


TYPE 739 LOGARITHMIC CONDENSERS 


• ELECTRICAL MEASUREMENTS 

into which frequency enters as a vari¬ 
able ordinarily require that the fre¬ 
quency be known to the same fractional 
accuracy throughout the range of the 


oscillator. Older oscillator designs have 
not met this re(|uiremenl merely because 
the necessary means were not available. 
With the advent of direct-reading instru¬ 
ments, the need has become, not more 
urgent, but more apparent. 

In order to give a (‘onstant fractional 
accuracy, the variable air condenser, 
which is the frequency-<*ontrolling ele¬ 
ment in most oscillators, must have 
plates .sha^ied to give a logarithmic 
variation in fre<piency with angular 
dial rotation. 'Fyi*k 739 Logarithmic 
Air (.’ondenser fullills this requirement. 

Since oscillators are usually of the 
beat-frequency ty|>e or of the '^luned 


Figcre I. Thin dial in unr«l wilh Type 73^-A 
Logarithmic Cxiiidrnner in the Type 713-H 
Beat-Frequency tWillator. 'Fhe scale is log¬ 
arithmic helwren 2(1 and 2(UHT0 cycles. 
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cirruil” lyp<% I'vo logarithiiiit; roiHleiiHiT 
rlenigns have been made availalde, one 
to meet the particular reqtiireinents of 
each type of oseillalor. The 'I'ype 
I^)garithinir (londenser, when at»HO- 
ciated with the pro|M*r eireiiit eon^lants 
in a heat-fre<piency oneillalor, will cover 
three frequency decades logarithmically, 
20 to 20,000 cycles, for example. The 
Type 730-H Logarithmu*. Condenser 
will provide a constant accuracy cali* 
brat ion in the tuned circuit t)q»e of 
oscillator over a half decade, 1 Me to 
3.16 Me, for example. 

M e(‘hani(‘ally. Type 730 Condensers 
are constructed to have a high degree 
of stability. The cast •aluminum frame 
and the ball-bearing ty|)e of assembly 
found indispensable in the design of 
the Type 722 Precision Condensers was 
adopted for the Type 730 Logarithmic 
Condensers. (Contact rings provide a 
low im|)edance path for grounding the 
rotor to the frame. Isolantite insulators 
provide a four-point support for extra 
stability in alignment of stator stack. 

The difTerenl applications of the two 
logarithmic condensers require widely 
dilTerent plate sha|)es. This will l»e 
evident when it is realized that a given 
angular rotation of the I’ype 730-H 
Comleiiser at one end of the scale pro¬ 
duces ten times as much capacitance 
change as it does at the other end. 
whereas, in the Type 739-A Condenser, 
the ratio of maximum to minimum ca- 
pacitaiu'e increment is 14(M). 

Pua HE 2. In 'Pype WKy-B Stiin<lar<i-Sigiial 
Generator ainl Type 4ttt-A Modnlaleil Osoil* 
lator, this dial is iumiI with Type 739-B log¬ 
arithmic Condenser. Each scale covers a fre- 

? iicncy ratM» t»f so that each pair of twah's 

A and B. C and I), etc.) giv*»s a spread of 
10: I. A scale selecttir switch (not shown! is 
use«i to select the imliictance ftw each range. 
_ One property of the logarithmic, wale is that 
exjtial anvil's of mtation correspond to etpial 
fractionator pen'entage) frequency increments. 
This permits the us4* of the pen-entage incre¬ 
ment dial show n on the slow-motion drive. 


To obtain the 1 MM) to I ratio of incre¬ 
mental capacitance, the 'Pype 739-A 
L<igarithmic (Condenser, essentially, is 
built up of two variable condenser sec¬ 
tions on the saint* shaft. 'I'he larger 
section <I<m*s not introduce any capaci¬ 
tance change over an appreciable |>or- 
tion of the range of the contleiiser. 
It functions at the medium anti high 
capacitance range. The smaller sectitm, 
t'onsisting of two rotors anil two stators, 
function.^ primarily over the low capac- 
itaiif'e portion of the range. The two 
rotttrs of the smaller section are slotted 
at an angle to provitle many seettirs for 
individual atijustment at any |H>rtion 
of the scale. Thus any irregularities in 
the calibration are easily correctetl, and 
any possible disetmtinuity at the over¬ 
lap region of the two sections is avoided. 

The Type 739-.A Logarithmic Con¬ 
denser provides the main frequency 
control for the 'Fype 713-B Beat- 
Lrequency Oscillator^ 'Flic frequeno 
range of this instrument is 0 to M) kc, 
and the frequency calibration is loga¬ 
rithmic from 20 to 20.(MM) cycles. \ 
photo-etched dial is used, and the con- 
denst*r is adjusted to meet the dire<*t- 

*Srr Genrral Kadiu Et/irri/nanirr. A|»nl. 193H. 
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reading calibration on the dial. A 
recorder, using logarithmic or semi- 
logarithmic pajKjr can he geared directly 
to the oscillator dial for rapid and 
highly accurate testing. 

When the Typp: 739-A Logarithmic 
Condenser is the tuning element of a 
heat-frequency oscillator, the frequency 
of the lixed oscillator must be 9.3 times 
the required maxiinuin heat frequency. 
Thus, in the Type 713-B Oscillator, the 
fixed frequency is 186,000 cycles and 
the variable oscillator frequency is 
changed from 186,000 cycles for zero 
beat to 166,000 cycles for the 20,000 
cycle setting. The logarithmic condenser 
must he padded with enough capaci¬ 
tance to obtain a ratio of 1.256 between 
the net maximum and minimum capac¬ 
itance in the variable oscillator circuit. 
Since the capacitance change in the 
Type 739-A Condenser is about 440 ^/if, 
the net padding capacitance must there¬ 
fore he about 1720 /u/if, irresjiective of 
the value of fixed frequency and of the 
frequency range. The 1720 includes 
the zero capacitance of the condenser, 
the distributed capacitance of the coil, 
wiring capacitance, and, of course, the 
fixed padding capacitance. The total 
frequency range is covered in an angular 
rotation of 250° and the logarithmic 
portion, three decades, is covered in 
240°, 


Since the ratio of maximum to inin- 
irnuni incremental capacitance in the 
IApe 739-H Logarithmic Condenser is 
appreciably less than in the other model, 
the design is somewhat simpler. The log¬ 
arithmic frequency characteristic is ob¬ 
tained with a single plate shapi* and no 
adjusting mechanism is necessary. 

Here again, the logarithmic feature 
not only provides the highly desirable 
constant fractional accuracy for the cal¬ 
ibration of a tuned-circuit oscillator hut 
also simplifies a direct-reading design 
and permits the use of pre-engraved or 
photo-etched dials. The condenser covers 
a half decade in frequency. Therefore, if 
the dial is calibrated for the two half 
decades, the same calibration will apply 
over a very wide frequency range simply 
by switching the tuning coils. This is well 
illustrated in the Type 605-B Standard- 
Signal Generator* and in the Tyt»e 
684-A Modulated Oscillator^. Both of 
these instruments make use of the Type 
739-B Logarithmic Condenser and both 
cover a frequency range of from 9.5 to 
30,000 kilocycles with direct-reading log¬ 
arithmic calibration. The accompanying 
figure shows the dial calibration for these 
instruments. One calibration is for the 
9.5 to 30 half decade and the other cali¬ 
bration is for the 30 to 95 half decade. 
Both instruments have further taken ad¬ 
vantage of the logarithmic feature of the 

*Soe (literal Radiu Experimenter, June, 1936. 

*Se« (reneral Radio Experimenter, November, 1937. 


Figcre 3. (Left) Type 739-.\ Logarithmic Condenser; {right) Type 739-B. 
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Th:. 4. Mounting fliiiif*nHioii:% for Type 73*) (loruicniurrs. {Lrft) 1'vpk 739-A; (rifiht) 'I'ypk 73*)-B. 


'rvPF, 739-B Lo^aritliinir Coiulenser in 
providing a Hne fonlrol calihrated in 
freqiieiiry increments of 0.1% jier di¬ 
vision which facilitates the type of 
measurement where |>ercentage fre¬ 
quency change is more important than 
the absolute value of the frequency. 

When the Type 739-B Logarithmic 
(Condenser is the tuning control of a 
tuned-circuit oscillator, the total capaci¬ 
tance at the low-frecjnency end of the 
scale must be ten times as great as the 
total capacitance that obtains at a fre¬ 
quency higher hy a factor of \/10. The 
actual values arc about 1400 ggf and 
140 /i/xf and must include the zero ca¬ 
pacitance of the condenser, the distrib¬ 
uted capacitance of the tuning coil, and 
capacitance due to w iring and trinin}er8. 
In the Type 605-A Standard-Signal 


(KMieralor and in the Type Mod¬ 

ulated Oscillator, a rather simple pro¬ 
cedure is followed to adjust the circuit 
constants. For each coil setting, an in¬ 
dividual trimmer condenser is provided 
and the inductance of each coil is de¬ 
termined by an iron dust core. W ith the 
condenser dial set at the low'-frc(|uencv 
end, each inductor is adjusted to match 
the frequency on the <lial. Then, with the 
dial set at the high-frequency end, the 
correct frequency is obtained by means 
of the trimmer condenser across the coil. 

Tlie angular rotation of the Type 
739-B Logarithmic Condenser for a fre¬ 
quency range of \/10 : 1 is 165° and it is 
logarithmic to within 1% for 150° of 
this range. The net angular rotation is 
180° to allow for overlap between coils. 

— A. G. Boi^squet 


SPECIFICATIONS 


CspiCitance Range: 'I'lir ti(»miiial rapuritnnrc 
ranges arr given in the |»ricr Iwt. 

Plate Shape and Frequency Characteristics: 
The Type 739-A is to Im* iimhI bs the tuning 
rondeiiHer of the variahir oMriilaUir of a iieat- 
fmniency o«ciilalor. S|otle«l platen arc provified 
on the Type 739-A willi adjusting screws. VI lini 
ihrsr Piatt'S and tlic rlTcctivc zero cunacilanec 
arc correctly adjusted, tlic variation offre<|urncy 
with dial selling will he logarithmic within 2' (. 

The Type 739-B i» for use in a tuncrd-circuit 
radio-fre<|uency oscillator. It has no adjustable 


plates, but, hy pniper adjustnieiil of the pud¬ 
ding f'ondeiiser and cirtuiit inductance, the vari¬ 
ation in fre«|ueiiev with dial setting, over l.'iO’, 
ran be made logarithmic within 1',^. 
Maximum Voltage: 5(K) volts, peak. 

Losses : The ligure of merit. Ro}(y^ is upproxi- 
mutely 0.04 X 

Terminals: Soldering lugs are proviiled. 
Mounting: See sketch above. 

Dimensions: See sketch a(»ovr. 

Net Weight : 3Vi pounds. 


\nminfd Capa citam * * 

Moximitw Minimum ( '.ihU' If onl I*ricf 


739-A 1 

468 


2H 

fXICPK 

1 S28.00 

739-B 1 

1460 

Ti/if 1 

.3.1 uiif 1 

1 COll.Y 

1 S8.00 
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MISCELLANY 


• INSTRUMENTATION CONTEST. 

Nave you read of the prize contest being 
contliicled by the Industrial Instrument 
Section, Scientific Apparatus Makers of 
America, 20 North Wacker Drive. Chi¬ 
cago, Illinois? 

SSOO in prizes are being offered, ami 
ibe Chairman of the Jury of Awards is 
Dr. Briggs of the Bureau of Standards. 
Kule 2 of the contest reads: 

'^Theme. Kach contestant is to 
write about an unusual ap])lication 
of a standard instrument or control 
ilevice, telling briefly what condi¬ 
tions or need impelled the appli¬ 
cation. By instrument or control 
device is meant any device used 
for measurement and control or 
any accessory used with a device 
for measurement and control.” 

If you are interested, it is suggested 
that you write directly to the Scientific 
Apparatus Makers of America at the ad¬ 
dress given above for details. There is no 
entry fee or restriction based on pur¬ 
chasing any particular instrument. 


• JOINING US LATE LAST 

SPRING, the newest memher of our 
engineering staff is Dr. Stephen A. 
Buckingham. After graduating from 
Harvard L'niversity eleven vears ago. 
Dr. Buckingham joined the Radio Sec¬ 
tion of the LI. S. Bureau of Standards, 
where he remained for two years, return¬ 
ing to Harvard University to take up 
graduate work, and later serving as an 
instructor in Physics. He received his de¬ 
gree of Ph.D. in 1934. In the subsecpient 
four years he has served as physicist and 
as engineer with the S. D. Warren Com¬ 
pany and the Western FJectric Com¬ 
pany. Dr. Buckingham is s|>ecializing in 
the design of Variacs, as well as our gen¬ 
eral line of transformers and filters. 

• AS A MEANS of inducing hyp¬ 
nosis, the Strobotac, we feel, bas been 
overlooked by psychologists, for, unless 
our eyes deceive us, it is a Strobotac by 
which Ginger Rogers is hypnotized in 
the current RKO production "Carefree.” 
To possessors of Strobotacs, this should 
oj>en up an interesting field of ex|>eri- 
ment. 


GENERAL RADIO COMPANY 
30 STATE STREET - CAMBRIDGE A, MASSACHUSETTS 
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